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ABSTRACT 
 
 
 
 
Blood collection center all over the world face the challenge of maintaining a 
sufficient supply to balance the demand for blood products. Besides the more severe 
donor selection criteria, the aging population and natality rate are the factors which 
influence the pool potential donors and cannot be easily changed. Continuous donor 
recruitment and retention are essential to maintain the nation’s blood supply and to 
ensure the ability to meet future needs. In this study, a systematic approach is used to 
design and build a hand massage device for blood donation process. The design and 
development is based on standard procedure suggested by Karl Ulrich Steven Eppinger. 
Quality Function Deployment approach is used to define the customer needs or 
requirements and translating into specific plans to produce product to meet those needs. 
The main elements in the prototype include the vibration system, heat element system 
and sensoring system. The prototype was tested during the blood donation campaign that 
organized by Kolej Kemahiran Tinggi MARA in March 2014. Result shows that the 
recommendation from all respondent agreed that the developed prototype device is 
suitable to be used by the donor during blood donation process in order to improve the 
amount and increase the confident level. Investigation also showed that the prototype is 
able to reduce the donation time more than 85% as compared to without using any device 
during the blood donation process. 
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ABSTRAK 
 
 
 
 
   Pusat pengumpulan darah di seluruh dunia menghadapi cabaran untuk 
mengekalkan bekalan yang cukup untuk mengimbangi permintaan bagi produk darah. 
Selain kriteria pemilihan penderma yang lebih teruk, penuaan penduduk dan kadar 
kelahiran adalah faktor-faktor yang mempengaruhi penderma yang berpotensi dan ia 
tidak mudah diubah. Pengambilan pendermaan secara berterusan dan penyimpanannya 
adalah penting untuk mengekalkan bekalan darah negara dan juga memastikan keupayaan 
untuk memenuhi keperluan pada masa hadapan. Dalam kajian ini, pendekatan yang 
sistematik digunakan untuk merekabentuk dan membina sebuah peranti urut tangan untuk 
proses menderma darah. Rekabentuk dan pembangunan adalah berdasarkan kepada 
prosedur standard yang dicadangkan oleh Karl Ulrich Steven Eppinger. Pendekatan 
Pertukaran Fungsi Kualiti digunakan untuk menentukan keperluan pelanggan dan 
menterjemahkan ke dalam rancangan khusus untuk menghasilkan produk yang 
memenuhi keperluan tersebut. Elemen-elemen utama dalam prototaip termasuk sistem 
getaran, sistem elemen haba dan sistem penderia. Prototaip diuji semasa kempen derma 
darah yang dianjurkan oleh Kolej Kemahiran Tinggi MARA pada Mac 2014. Keputusan 
menunjukkan bahawa cadangan daripada semua responden bersetuju bahawa peranti 
prototaip dihasilkan adalah sesuai untuk digunakan oleh penderma semasa proses derma 
darah bagi meningkatkan jumlah amaun dan meningkatkan tahap keyakinan. Siasatan 
juga menunjukkan bahawa prototaip mampu mengurangkan masa menderma iaitu lebih 
daripada 85% berbanding  tanpa menggunakan mana-mana peranti semasa proses derma 
darah. 
 
 
 
 
 
